Cleared blood glucose monitor (BGM) systems do not always perform as accurately for users as they did to become cleared. We performed a literature review of recent publications between 2010 and 2014 that present data about the frequency of inaccurate performance using ISO 15197 2003 and ISO 15197 2013 as target standards. We performed an additional literature review of publications that present data about the clinical and economic risks of inaccurate BGMs for making treatment decisions or calibrating continuous glucose monitors (CGMs). We found 11 publications describing performance of 98 unique BGM systems. 53 of these 98 (54%) systems met ISO 15197 2003 and 31 of the 98 (32%) tested systems met ISO 15197 2013 analytical accuracy standards in all studies in which they were evaluated. Of the tested systems, 33 were identified by us as FDA-cleared. Among these FDA-cleared BGM systems, 24 out of 32 (75%) met ISO 15197 2003 and 15 out of 31 (48.3%) met ISO 15197 2013 in all studies in which they were evaluated. Among the non-FDA-cleared BGM systems, 29 of 65 (45%) met ISO 15197 2003 and 15 out of 65 (23%) met ISO 15197 2013 in all studies in which they were evaluated. It is more likely that an FDA-cleared BGM system, compared to a non-FDA-cleared BGM system, will perform according to ISO 15197 2003 (χ 2 = 6.2, df = 3, p = 0.04) and ISO 15197 2013 (χ 2 = 11.4, df = 3, p = 0.003). We identified 7 articles about clinical risks and 3 articles about economic risks of inaccurate BGMs. We conclude that a significant proportion of cleared BGMs do not perform at the level for which they were cleared or according to international standards of accuracy. Such poor performance leads to adverse clinical and economic consequences.
Cleared blood glucose monitors (BGMs) do not always function as well as they did to become cleared. Poorly performing BGMs are risky to make treatment decisions and calibrate CGMs (continuous glucose monitors). Patients and health care professionals are now demanding accurate BGMs. 1, 2 BGMs were cleared according to an international standard, ISO 15197 2003, in both the United States and Europe until ISO 1597 2013 was developed 2 years ago. Now Europe is preparing to use ISO 15197 2013, which will take effect in 2016. 3 After the new ISO standard was released 2 years ago, FDA declined to adopt this standard, and instead elected to specify more rigorous requirements for personal BGMs based on their analysis of the need for accuracy and comments provided to this agency at a public meeting on BGM accuracy in 2010. 4 In January 2014 FDA released a draft guidance for these devices which is currently being reviewed based on public comments. 5 It is expected that FDA will release a final guidance on these products this year. FDA also released a draft guidance for professional BGMs in 2014 for devices used in the hospital and by health care professionals on their patients. FDA ISO 15197 2013 in its scope section states that this standard does not apply to glucose meters intended for use in medical applications other than self-testing for the management of diabetes mellitus. This article is only about personal BGM systems.
According to ISO 15197 2003 the minimum accuracy criteria for BGMs are that 95% of glucose levels must be (1) for glucose < 75 mg/dl-within 15 mg/dl of reference; and (2) for glucose ≥ 75 mg/dl-within 20% of reference. 6 According to ISO 15197 2013, 95% of glucose levels must be (1) for glucose < 100 mg/dl-within 15 mg/dl of reference; and (2) for glucose ≥ 100 mg/dl-within 15 % of reference. Furthermore 99% of glucose results must be within the Parkes (consensus) error grid zone A or B. 7 According to FDA 2014 draft guidance, the minimum accuracy requirements for personal BGMs are (1) 95% of glucose results must be within 15% of reference; and (2) 99% of glucose results must be within 20% of reference. 5 After a BGM is cleared by a regulatory agency with adequate performance, investigators have found in some cases that the performance of a cleared BGM does not match the level of performance required by regulatory agencies for initial clearance. BGMs are regulated for accuracy to minimize errors. This is because information from these devices is used for making treatment decisions and erroneous readings can lead to incorrect treatments which in turn can lead to excessive lowering of blood glucose values and hypoglycemic episodes or else to inadequate lowering of blood glucose levels. 8 Furthermore BGM readings are used to calibrate CGMs so there is a risk that inaccurate BGMs could lead to inaccurate calibration of CGMs and render these products less accurate.
The significance of BGM performance not matching the level of performance for which they were cleared can be assessed by reviewing the literature of 2 types of studies: (1) reports published in PubMed-indexed journals over the past 5 years between 2010 and 2014, which assess whether particular BGMs function up to the standards for which they were cleared or similar well defined standards; and (2) modeling studies that present simulated performance of inaccurate BGMs and the adverse clinical or economic outcomes attributed to inaccuracy.
Methods

Performance of BGM Systems
We performed a literature review through PubMed of recent publications (published between 2010 and 2014) that present data about the frequency of inaccurate performance using ISO 15197 2003, ISO 15197 2013, or FDA draft 2014 as target standards for cleared BGMs. Articles were also identified through searching the reference list of selected articles and by using the Google Scholar database to check whether articles that were identified met inclusion criteria. Articles were in selected if they were published in PubMed-indexed journals, written in English and if they described the performance against ISO 15197 2003, 15197 2013, or FDA draft 2014. Articles were selected if they described studies of at least 2 BGM systems from different manufacturers on human subjects or at least 3 different BGM systems with at least 3 strip lots per system for BGM systems from a single manufacturer. We selected the most recent 5-year time frame to study the performance of products that are likely to be currently on the market. We defined ISO 15197 2003 positive and ISO 15197 2013 positive as meeting the analytical targets specified by these standards, and we did not address the clinical accuracy of any BGM systems in our analysis.
Risks of Inaccurate BGM Systems
We performed 2 additional literature reviews through PubMed of publications that present data about the clinical risks of inaccurate BGMs for making treatment decisions or calibrating CGMs and about the economic risks of using such products. Clinical and economic risks can be estimated from either empirically collected data from poorly performing inaccurate BGMs or from simulated modeled data. However, the use of an inaccurate BGM to make treatment decisions and see what types of complications ensue would be unethical. Furthermore, it would be very difficult to construct a BGM with an exact target level of inaccuracy to be part of a trial. Such an empiric study of the clinical outcomes or costs of inaccurate BG monitoring, to our knowledge, has never been reported. We therefore searched for modeled simulated patient data because no empiric data was available to address the topic of clinical risks or economic risks of poorly performing BGM systems. We did not restrict the time frame because the consequences of poor BGM performance are not affected by whether a product is or is not currently available.
Results
Performance of BGM Systems
We found 10 articles and 1 letter. [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] [19] All the BGMs tested were available in either Europe or in the United States or both. Not all BGMs tested were necessarily cleared by FDA. To check which BGMs were cleared in the United States by FDA, we went to the FDA 510(k) database, which lists and provides information on all cleared BGMs. 20 We defined a BGM as FDA-cleared if it was listed in this database on the date we performed the search, which was February 15, 2015.
That same day we also checked for a new name for each cleared BGM on the "CLIA Currently Waived Analytes" list of waived laboratory test systems. 21 No publications were found that specifically addressed performance against FDA draft 2014. In every publication except 1, no conclusion could be made of the percentage of the selected cleared monitors that could meet this standard. The requirements for clearance of a BGM data set for data points of 100 mg/dl or greater are the same for both ISO 15197 2013 and FDA draft 2014, but for data points below 100 mg/dl the requirements are stricter for FDA draft 2014. Therefore, a product failing to meet ISO 15197 2013 would not meet FDA draft 2014, however a product meeting ISO 15197 2013 might still not necessarily meet FDA draft 2014. The only study where performance against FDA 2014 draft guidance could be estimated was one where all BGMs failed to meet ISO 15197 2003, 6 so therefore these BGMs would all fail to meet the more stringent ISO 15197 2013, 7 and the 2014 draft FDA guidance. 5 ISO 15197 2013 is more strict than ISO 15197 2003. If a system failed to meet ISO 15197 2003 but it was not tested against ISO 15197 2013, 9 then the system was defined as not meeting ISO 15197 2013. If a system met ISO 15197 2013 but it was not tested against ISO 15197 2003, 18 then the system was defined as meeting ISO 15197 2013. If a system was tested with multiple lots of strips at 1 site and not all lots met a particular standard, 13 then that system was defined as not meeting the standard.
If a system was tested by multiple investigators and failed to meet a particular standard in at least 1 study, then that system was defined as not meeting the standard. Given our binary standard of passing or not passing, a system that sometimes failed was defined as not meeting the standard. Only named BGM systems were included in the analysis.
The performance of BGMs in these 11 recent publications is presented in Table 1 . The performance of each tested BGM system by ISO 15197 2003 and/or ISO 15197 2013 standards as reported in each publication is presented in the appendix.
Among the 11 studies, a total of 98 different systems were reported in at least 1 article; however there were some systems tested more than once by various investigators. Table 2 presents the performance of all 98 of the BGM systems that were tested in any of the 11 reviewed studies.
The data in Table 2 indicate that 53 of the 98 (54%) tested BGM systems met ISO 15197 2003 and 31 of the 98 (32%) tested BGM systems met ISO 15197 2013. An additional 7 of the 98 (7.1%) passed ISO 15197 2003 and 10 of the 98 (10.2%) passed ISO 15197 2013 in some but not all of the studies which evaluated their accuracy. Of the 98 BGM systems tested, 33 systems were identified by us as FDA-cleared. Of those 33 systems, 32 were evaluated for ISO 15197 2003 and 31 were evaluated for ISO 15197 2013.
The performance of each of the FDA-cleared BGM systems is presented in Table 3 . Among FDA-cleared BGM systems that were tested in these 11 publications, 24 out of 32 (75%) met ISO 15197 2003 and 15 out of 31 (48%) met ISO 15197 2013. In addition, 2 out of 33 (6.1%) met ISO 15197 2003 and 6 out of 31 (19%) met ISO 15197 2013 criteria in some but not all of the studies which evaluated their accuracy. Of the 98 BGM systems tested, 65 were not FDAcleared. Among these systems 29 of 65 (44%) met ISO 15197 2003 and 15 out of 65 (23%) met ISO 15197 2013. Another 5 out of 65 (7.7%) met ISO 15197 2003 and 4 out of 65 (6.2%) met ISO 15197 2013 criteria in some but not all of the studies which evaluated their accuracy. It is more likely that an FDA-cleared BGM system, compared to a non-FDAcleared BGM system, will perform according to ISO 15197 2003 (χ 2 = 6.2, df = 3, p = 0.04) and ISO 15197 2013 (χ 2 = 11.4, df = 3, p =0.003). None of these studies evaluated BGM systems based on the performance targets described in the draft 2014 FDA guidance. Given that this guidance is more stringent than ISO 2013, we assume that any BGM system that did not meet ISO 2013 standards will also fail to meet 2014 draft FDA standards.
A significant proportion of BGM systems that are available in the United States and in Europe do not meet the socalled old performance standards specified by ISO 15197 2003 for which many currently cleared products were held to at the time of their clearance. It is not possible to check whether any given product in the United States was cleared according to that standard or to an even earlier standard, but most products have come to FDA for modifications in the past 12 years and most of them have had to then verify their performance to at least the 2003 standard. Whereas neither ISO 15197 2013 nor draft 2014 are currently used in the United States, the figures for the proportion of BGM systems that meet the so-called new standards can be estimated by the percentage adhering to ISO 15197 2013. FDA draft 2014 is more rigorous than ISO 15197 2013, so the percentage of BGM systems adhering to current FDA standards (assuming that the performance requirements do not change between issuance of the draft 2014 guidance and the upcoming final guidance) would be no higher and possibly lower. Freckmann  27  59  ?  2  10  2010  Sonmez  5  0  0  3  11  2012  Tack  5  60  40  4  12  2012  Freckmann  43  67  49  5  13  2012  Baumstark  5  40  20 a  6  14  2013  Brazg  7  43  14  7 15 ISO  15197  2003   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013   ISO  15197  2003 a   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013   ISO  15197  2003 b   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013   ISO  15197  2003   ISO  15197  2013 iDia 
Risks of Inaccurate BGM Systems
We identified 7 articles about clinical risks of inaccurate BGMs. They are presented in Table 4 . We also identified 3 articles about economic risks of inaccurate BGMs. They are presented in Table 5 .
Clinical Risks. The first article to link analytical accuracy of a BGM with glycemic control was written by Boyd and Bruns in 2001. 22 Errors by BGMs were modeled to be 5% or 10% away from reference. Total Error was defined as bias + imprecision. A published sliding scale to dose insulin was used for BG <60 mg/dl up to >250 mg/dl. For BGMs with total error 5%, insulin dose errors occurred with 8-23% of doses. For BGMs with total error 10%, insulin dose errors occurred with 16-45% of doses.
In 2009 Boyd and Bruns conducted a proof-of-principle computer simulation of hospitalized patients on intensive insulin therapy. 23 They modeled the effects of BGM inaccuracy and imprecision (expressed as the coefficient of variation, which is the standard deviation divided by the mean and then multiplied by 100 percent) on 2 regimens for intensive insulin therapy: 1 from the University of Washington and the other from Yale University. They found that simulation of the clinical effects of measurement error was an attractive approach for assessing BGM performance. They saw how the accuracy of BGMs contributed to various improved adverse glycemic outcomes. They concluded that the performance of glucose measurement is a critical but overlooked factor in the success of tight glycemic control programs.
In 2010 Breton and Kovatchev, supported by a grant from Diabetes Technology Society, reported the impact of modeled BGM errors in type 1 diabetes on (1) detection of hypoglycemia, (2) risk for hypoglycemia, (3) glucose variability, and (4) average control. 24 They reported that for 5 magnitudes of error, when the BGM error increased from 0% to 5% to 10% to 15% (the level specified by ISO15197 2013 for most data points) to 20% (the level specified by ISO15197 2003 for most data points) 4 outcomes were observed. (1) The probability of failing to detect a hypoglycemic BG levels of 60 mg/dl or lower as a hypoglycemic level (defined as a BGM reading of less than 70 mg/dl) will increase for these 5 magnitudes of error from 0% to essentially 0% to 1% to 3.5% to 10%. (2) The incidence of a correction bolus (administered at a reference BG level of 200 mg/dl intended to bring the BG down to 100 mg/dl if there were no BGM error) resulting in overshoot hypoglycemia (BG < 70 mg/dl) increased from 0% to 0% to 0% to 0.1% to 10%. (3) The variability of preprandial and peak postprandial glucose levels increased as the magnitude of BGM error increased. Using a tool for quantifying minimum/maximum variability known as control variability grid analysis (CVGA), 25 when the permitted error increased from 5% to 20%, then the percentage of points within the desired CVGA A+B zones decreased from 97 to 85% and the percentage of points in the dangerous C, D, and E zones increased 5-fold from 3% to 15%. (4) The greater the BGM error, the more the target mean BG had to be scaled back to maintain the incidence of hypoglycemia at the baseline level of an episode on 15% of days. The incidence of hypoglycemia during a day increased with increasing magnitude of permitted BGM error from 15% at 0% error to 15.2% at 5% error to 18.8% at 10% error to 22% at 15% error to 25.6% at 20% error. To scale down the risk of hypoglycemia to the base case incidence of 15%, the simulated patients had to decrease their insulin doses, which then resulted in a progressive rise in mean glycemia as evidenced by the A1C level. As the permitted error rose from 0% to 5% to 10% to 15% to 20% the A1C increased from 7.00% to 7.01% to 7.12% to 7.26% to 7.40%. In 2010 Karon et al performed simulation modeling of insulin dosing to achieve tight glycemic control based on glucose monitor performance. 26 They worked with 29,920 glucose values from inpatients receiving tight glycemic control along with the insulin dosing regimen that was in effect at the hospital at the time of BG testing. Simulation models were used to relate BGM analytical errors of 10%, 15%, or 20% errors to insulin dosing errors. The purpose of the study was to estimate the amount of BGM error that was tolerable for safe management of patients on tight glycemic control. Table 6 presents results of the estimated frequency of insulin dosing errors according to the magnitude of BGM error according to simulation by Karon et al. 26 In 2012 Virdi and Mahoney simulated the likelihood of insulin dosing errors based on of various levels of inaccurate measurements by BGM systems and various errors in carbohydrate estimation. 27 They modeled the performance of 1 BGM system that had 95% of its results within 10% of reference, 2 BGM systems that had 95% of their results within 15% of reference (similar to ISO 15197 2013 except for BG levels below 75 mg/dl), and 2 BGM systems that had 95% of their results within 20% of reference (similar to ISO 15197 2003 except for BG levels below 75 mg/dl). The simulation study was performed with 3 different ranges of preprandial glycemia. When carbohydrate estimation was accurate, then insulin was correctly dosed 50.2-98.5% of the time (see Table 7 ), but when there was a 20% error in carbohydrate estimation, the likelihood of a correct insulin dose dropped to 27.2-80.1%. The range of likelihood of correct dosing depended on the amount of error in the BGM system and the range of preprandial glycemia. In the presence of carbohydrate estimation errors, the likelihood of an insulin dosing error increased, but the influence of BGM system error was blunted. The authors pointed out that an insulin requiring patient who tests SMBG (self-monitoring of blood glucose) with each meal checks approximately 1000 glucose readings per year and an increase of 1% in the frequency of incorrect dosing might result in 10 hypoglycemic or hyperglycemic episodes per year.
In 2013, Karon et al compared the predicted distribution of errors in glucose measurement during moderate glycemic control for a simulated population of hospitalized ICU patients with a set of actually hospitalized patients. 28 They analyzed 4017 paired data points of reference/BGM glucose values and found that their model of BGM inaccuracy predicted a total error of their hospital's POC BGM as 15-20%. They generated with this prediction because the distribution of 1-, 2-, and 3-step errors in insulin dosing for BGM errors in the 2 empiric population was similar to a modeled population with a BGM total error of this magnitude. This simulation method can estimate the performance of a hospital's BGM if their model is correct. They did not go out and empirically test their hospital's BGM, however, to test the accuracy of their model. Their model also demonstrated that BGMs that limit total error to 15% or less are not generally associated with large insulin dosing errors.
In 2014 Thomas and colleagues noted that CGMs use BGM measurements for calibration and their performance could be affected by the accuracy of the BGMs. 29 They created a model of CGM performance based on published accuracy data for each of 3 identified BGMs. They also included timing errors along with glucose concentration errors in the simulations of incorrect calibrations. Timing errors alone had little effect on CGM performance. Measurement errors had a significant adverse effect on CGM performance. They found that a BGM with a high bias when calibrating a CGM will result in underreporting hypoglycemia. High bias causes the readings to be pulled upward and hypoglycemic episodes will be reported as shorter duration. A BGM that has a low bias when calibrating a CGM will result in overreporting hypoglycemia. Low bias causes the CGM reading to be pulled downward and hypoglycemic episodes will be reported as longer duration. The authors pointed out that if one compares outcomes data from separate studies of various interventions that affect the incidence of hypoglycemia, then the results could be affected by the type of BGM used for CGM calibration in each study.
Economic Risks. The first of 3 studies to model the economic impact of inaccurate BGM systems was published by Budiman and colleagues in 2013. 30 They estimated the number of insulin users in the United States is 958 thousand type 1 and 1.35 million type 2 patients. They assumed that patients will choose from 1 of 5 specific BGMs which are manufactured by 4 leading diagnostics companies, including Abbott Diabetes Care (Alameda, CA), Bayer Vital GmbH (Leverkusen, Germany), LifeScan, Inc (Chesterbrook, PA), and Roche Diagnostics (Mannheim, Germany). They modeled the performance of these BGMs from data in the medical literature and then left the 5 levels of performance blinded in their article. Savings will accrue from an improved outcome, which is avoidance of 296,000 hypoglycemic episodes annually by using the BGM associated with the lowest incidence of hypoglycemia instead of the BGM with the highest incidence. The annual savings was estimated to be approximately $339 million for type 1 and $121 million for type 2.
In 2013 Schnell and colleagues modeled the potential cost savings related to greater accuracy of BGMs based on outcomes and costs in Germany. 31 They based the cost savings on the number of insulin users and the costs of BGM testing in Germany, as well as the impact of BGM testing on mean glycemia and the incidence of hypoglycemia and myocardial infarctions. A reduction of BGM error from 20% to 5% was associated with reductions of 10% in severe hypoglycemia, 0.39% in A1C, and 0.5% in myocardial infarctions. Based on estimated numbers of 390, 000 type 1 and 2.3 million type 2 insulin users in Germany, these improved outcomes could result in decreased costs of more than €9.4 million and €55.5, respectively. In 2014 this team calculated the cost savings for type 1 and type 2, respectively, due to the intermediate benefits of reducing BGM error from 20% to 15% (€1.02 million and €6.03 million) and of reducing BGM error from 20% to 10% (€3.41 million and €20.13 million). 32 These improvements in performance were, respectively, associated with reductions of 1% in severe hypoglycemia, 0.14% in A1C, and 0.18% in myocardial infarctions (20% to 15%) and reductions of 3.5% in severe hypoglycemia, 0.28% in A1C, and 0.5% in myocardial infarctions (20% to 10%).
Discussion
According our review of 11 publications in the medical literature, it is evident that a significant proportion of cleared BGMs do not perform at the level for which they were cleared, which is ISO 2003 in many cases. An even higher percentage fail to perform according to the current international standard, which is ISO 2013. It is likely that even fewer products on the market perform according to FDA draft 2014 and it is highly likely that even if it is modified, the final FDA Guidance will be no less stringent than ISO 15197 2013.
One possible limitation of this analysis is that 4 of the 11 studies 10,11,14,18 did not follow the ISO-specified distribution of glucose concentrations for their data sets and had they instead followed this distribution, then their performance might have been better or worse. Some of the tested systems in the reviewed studies were obtained directly from the manufacturer, while others were bought on the market. A manufacturer of a product whose distribution they exclusively control might respond to an investigator's request for BGMs by selecting only atypically high-quality batches of supplies shipped by atypically high-quality temperature-controlled methods. In that case, the performance of these BGM systems might exceed that achieved by products sourced through the usual supply chain. There is therefore a possibility that for some BGM systems discussed in this article overestimates the likelihood of adequate performance against standards when testing is performed by a patient. The medical literature also clearly demonstrates that adverse clinical outcomes are associated with the use of inaccurate BGMs. This finding as has been demonstrated by 6 modeling studies that we reviewed. The economic costs to individuals and society of the adverse clinical outcomes associated with inaccurate BGMs are very high according to the 2 articles in the literature that we reviewed. While it might be interesting to see additional studies published in this field, the problem has now been clearly defined by many investigators, clinicians, and health economists.
A key mission of FDA is to monitor medical devices for continued safety and effectiveness after they are in use. 33 In 2008 the agency launched the Sentinel Initiative, which will be a national electronic system to track reports of adverse events linked to the use of its regulated products. 34 The agency released a report in 2012 35 and an update to that report in 2013. 36 These 2 documents discussed FDA's plans for postmarket surveillance of regulated medical devices. In 2014 under a cooperative agreement FDA assigned the Engelberg Center for Health Care Reform at the Brookings Institution to convene the National Medical Device Postmarket Surveillance Planning Board. In 2015, this board issued a report titled "Strengthening Patient Care: Building a National Postmarket Medical Device Surveillance System." The report presented a plan for creating a surveillance program for regulating medical devices and it concluded that congressional support will be needed to create and sustain the needed infrastructure for medical device surveillance in the United States. 37 In line with this plan, a post market BGM surveillance program for cleared BGM systems is currently being developed by Diabetes Technology Society (DTS). 38 Blood glucose monitoring has been shown to improve outcomes in diabetes. If the technology is not delivering accurate information, however, then its benefit will be eroded. The medical literature indicates that an FDA-cleared BGM system, compared to a non-FDA-cleared BGM system, is more likely to perform according to international standards. Nevertheless, it is noteworthy that a significant proportion of cleared BGM systems do not perform at the level for which they were cleared or at a level mandated by international standards of accuracy.
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